prevents accurate comparisons from being made, to assess for indications of benefit. It is certainly evident that the Logarithm of the Minimum Angle of Resolution (logMAR) system has many advantages over other notations for expressing near VA, 11 but it remains unclear as to the type of optotype that ought to be used, i.e. single letters (uppercase or lowercase) and/or words. This is further complicated by the desire to assess reading ability, which is typically measured using word optotypes. Therefore, the purpose of this study was to compare near VA measured with different logMAR optotypes (uppercase letters, lowercase letters and words) to various reading metrics (reading acuity, CPS and CPS reading speed) in order to determine which of these ought to be measured as a minimum standard, when assessing the near visual function conferred by different presbyopic corrections.
Method
Subject characteristics for all participants in this study are shown by the types of presbyopic correction in Table 3 . Subjects implanted with the 'accommodating' IOL received a prototype design that is modelled on the 1CU 'accommodating' IOL (HumanOptics AG, Erlangen, Germany).
Subjects wearing contact lenses were fitted with the Purevision™ Multifocal (Bausch and Lomb Corp., Rochester, NY., USA), which is a centre-near aspheric simultaneous vision design, whilst monovision was achieved using Purevision™ single vision lenses (Bausch and Lomb Corp., Rochester, NY., USA) with an interocular power difference equal to the near spectacle addition. The contact lens patients were younger than the other groups due to the handling and dry eye issues of wearing contact lenses with increasing age. However, this is unlikely to have affected the measures of VA in older subjects since an absence of pathology that could have reduced VA was ensured. Subjects wearing varifocal spectacles were fitted with either Varilux® Panamic® or Varilux® Physio™ lenses (Essilor Ltd., Thornbury, Bristol, UK).
All subjects in this study were required to be able to read English. In order to ensure that no visual dysfunction, other than possibly due to the type of presbyopia correction, would influence the near visual measures, all subjects were screened to ensure the absence of any binocular vision anomalies (e.g. amblyopia, strabismus or convergence problems), and the absence of any ocular pathology including cataract, age-related macular degeneration (AMD) and diabetic retinopathy.
For all subjects, near VA was measured with uppercase letter optotypes using the Early Treatment of Diabetic Retinopathy Study (ETDRS)
Logarithmic Near Visual Acuity Chart 2000 (Precision Vision™, La Salle, IL., USA) 66 and with lowercase letter optotypes using a purpose designed logarithmic chart based on the design principals of Bailey and Lovie 11 (due to the lack of a commercially available alternative). The chart was created in high contrast Times New Roman font. Near word acuity, reading acuity, CPS and CPS reading speed (in words per minute -wpm) were measured using the Minnesota Near Reading (MNRead) chart (Lighthouse Low Vision Products, Long Island City, NY., USA).
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All VA and reading assessments were conducted binocularly and at a standard consistent working distance of 40cm, under standard room illumination of 500 lux as per the recommended test conditions for the measurement of VA. 67 Subjects were instructed to read the optotypes on each chart as far down as possible, starting from the top-most line of acuity, and were stopped at a point where no more optotypes on a particular line of acuity were identified correctly. VA was then defined based on the total number of optotypes that were correctly identified, each being assigned a value of 0.02 logMAR. For the MNRead test, subjects were provided with the added instruction of reading the sentences as quickly but as comfortably as possible so that their natural reading technique would be represented. The order of testing between the charts was randomised to average any fatigue influences although subjects were given a 2 to 5 minute break between measures. During this time, subjects were asked to view a distant target so that any potential eyestrain and after-image effects would be minimised. All subjects were assessed with the best achievable vision provided by their correction type, which included best distance-corrected near vision for subjects with 'accommodating' IOL implants.
Informed consent was obtained from all subjects after explanation of the nature and possible consequences of the study, and ethical approval was obtained from the Ethical Committee of Aston University.
Statistical Analysis
Each of the near VA and reading metrics were compared to each and every other metric in a pair-wise manner by calculating Pearson's Product Moment Correlation (PPMC) Coefficients whilst linear regression was used to assess for statistical significance. Pair-wise comparisons that yielded a weak correlation (<0.7), low concordance (<70%) or limits of agreement larger than 0.20 logMAR (selected based on the suggested minimum 95% confidence interval that represents natural variability in repeated VA measures for presbyopes 69, 70 ) were taken to be indicative of additional useful clinical measures for the assessment of near visual ability in presbyopes.
Results
The mean magnitude of near VA measured with uppercase letters was lower than that measured with word optotypes, which was in turn lower than
that measured with lowercase letter optotypes (Table 4) . Mean RA had the lowest mean magnitude of all the near vision metrics whilst mean CPS had the highest mean magnitude ( Table 4 ). All of the near metrics were highly and statistically significantly correlated to each other (r > 0.70 and p < 0.001 on all occasions, see Table 5 ) apart from CPS reading speed (r < 0.20 and p > 0.0033 on all occasions, see Figure 1 ). Near VA measured with uppercase letters was found to be highly concordant to near VA measured with lowercase letters, word optotypes, and to RA (ICC > 0.70 on all occasions) but CPS was only moderately concordant to the other near vision metrics (ICC < 0.50 on all occasions, see Table 6 ). (Table 6) .
Discussion
The increasing variety of techniques that are available to correct presbyopia, such as 'accommodating' and multifocal IOLs and presbyopic contact lenses, has increased the importance of conducting standardised comparisons of near visual function with each, in order to obtain evidence of benefit. Near VA is perhaps the most common and well-known measure of near visual function although reading metrics such as reading acuity, CPS and CPS reading speed offer a more "real world" visual assessment. However, no previous study has investigated whether there are any differences in near VA when measured with different logMAR optotypes, or how these compare to the reading metrics, in presbyopic subjects with different corrections. It is therefore unclear whether all of these metrics are necessarily required to assess near visual function in presbyopia.
Near VA measured with uppercase letter optotypes, lowercase letter optotypes, and word optotypes, reading acuity and CPS were all found to be valid for the assessment of near visual function in presbyopes since all were strongly and statistically significantly correlated to each other. CPS reading speed however did not correlate well to any other near vision metric nor was there a statistically significant relationship with any of the other measures. This is not surprising since an assessment of reading speed is not solely an assessment of visual resolution, but is heavily dependent on other cortical and non-visual processes such as memory, comprehension and motivation. 71 However, an assessment of optimal reading speed provides a useful measure of near visual function in presbyopia, since this gives an indication of reading fluency. Indeed, reading is considered to be one of two fundamental aspects of visual ability 3 and therefore an assessment of this, in terms of reading speed, is of prime importance. Furthermore, comparisons of reading speed between two different presbyopic corrections, for example between two different types of contact lens corrections, can be made for an individual to determine the effect of, or difference in, the corrections, since this within-subject design will then cancel out the extraneous factors that influence reading speed measurements.
In this study it was found that mean magnitude of near VA measured with uppercase letters was approximately one line of logMAR acuity better than that measured with lowercase letters, with word optotypes in between. The differences are likely to have arisen partly due to factors such as disparity in font and letter legibility between the charts and optotypes. In particular, it has been shown that the presence of ascenders or descenders on lowercase letters (as is the case with the MNRead chart) improves the legibility of such optotypes. 72 Word acuity could therefore be poorer than single letter acuity since word recognition is a more complex cortical task that may also be prone to greater contour interaction effects. 73 Indeed in accordance with previous findings 5 this study found that near VA measured with single uppercase letter optotypes was better than that measured with word optotypes, with limits of agreement that were just greater than two lines of logMAR acuity. However the measures were all strongly correlated, highly concordant and had small and clinically acceptable limits of agreement suggesting redundancy of measuring near VA with more than one type of optotype when assessing the visual performance of presbyopic corrections. Since uppercase letters are the most familiar, these ought to be the optotype of choice.
Considering that assessment of near visual function with word optotypes is more representative of "real world" tasks, there ought to be some value in measuring this. However, it has now been established that near VA as assessed with word optotypes was similar to that assessed with both uppercase letters and lowercase letters (ICC >0.75 on both occasions). Similarly, it was found in this study that reading acuity was highly concordant and had small limits of agreement (approximately 1.5 lines of logMAR acuity) with near VA measured with uppercase letters, lowercase letters and word optotypes. In fact, of all the near vision metrics, reading acuity provided the lowest mean magnitude of near acuity indicating the best near visual performance. It is possible that this is an over-estimate of true reading ability, since the design of the MNRead chart requires subjects to read print of high contrast, which is very unlike the type of reading material encountered in real world reading tasks. As such, a useful assessment of the ability to resolve word optotypes is perhaps provided by measurement of the critical print size (CPS) instead.
CPS was moderately concordant to near VA measured with uppercase letters, to reading acuity and to word acuity, with large limits of agreement also observed on each occasion (approximately 2.5 to 3.0 lines of logMAR acuity). This disparity may be due to the fact that CPS is not measured to the same level of accuracy as the other metrics (0.10 logMAR as opposed to 0.02 logMAR) but, more importantly, it also represents the difference in the nature of the actual measurements. Whereas near VA, regardless of the optotype used, and reading acuity both assess near vision at the limits of resolution, CPS is representative of the most comfortable print size that can be read by the subject prior to an observed deterioration in reading speed. Based on the existence of this acuity reserve it would intuitively be expected that mean magnitude of CPS would be poorer than any other near VA measure, as is observed in this study. The importance of CPS herein is made obvious since subjects read most proficiently with letters sized at or above their most comfortable print size and therefore determination of this would certainly be of value for patient care and advice.
A similar analysis for the individual groups of presbyopic corrections were comparable to the overall group, although it was found that in subjects implanted with 'accommodating' IOLs, all of the near VA metrics and reading acuity were moderately inversely correlated to CPS reading speed. This suggests a need for such subjects to read smaller print sizes in order to achieve a consistent and maximal reading speed. This may be due to the effect concentration on smaller print sizes has in aiding in a more accurate stabilisation of the 'accommodation' response. Indeed, this adds further support for the measurement of CPS when evaluating presbyopic corrections.
In conclusion, standardised measurement of near visual ability is important to allow comparison between different types of presbyopic correction.
Measurement of near VA and reading ability ought to include an assessment of (a) the smallest resolvable size of uppercase letter logMAR optotypes, (b) the smallest logMAR print size that maintains the maximal reading speed (CPS) and (c) the reading speed at this CPS. 
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